Background: Neutralizing antibodies provide markers for vaccine-induced protective immunity in many viral infections. By analogy, HIV-1 neutralizing antibodies induced by immunization may well predict vaccine effectiveness. Assessment of neutralizing antibodies is therefore of primary importance, but is hampered by the fact that we do not know which assay(s) can provide measures of protective immunity. An international collaboration (NeutNet) involving 18 different laboratories previously compared different assays using monoclonal antibodies (mAbs) and soluble CD4 (Phase I study).
Introduction
Interest in HIV neutralization as a correlate of immune protection has been inconsistent over the years. Initial vaccine trials in the early 1990s were discouraging after discovering that neutralizing antibodies, if elicited at all, had narrow specificity, and were only directed to the virus strain included in the vaccine [1, 2, 3, 4, 5, 6] . Cell-mediated immunity (CMI) came into focus, but subsequent vaccine trials eliciting CMI showed no greater success in protection from HIV infection [7, 8] . Early in the 2000s interest turned back to neutralization, and the idea that a vaccine should aim to elicit both humoral and cellular immune responses was put forward [9] . It was felt that by mounting a broad neutralizing antibody response the immune response might overcome virus variation [10, 11, 12] . In view of this development, standardization of evaluation of neutralizing activity became an important issue [13, 14, 15, 16] .
In 2004, a group of 18 laboratories, performing a range of different techniques to measure neutralizing antibodies, was assembled within the framework of an EC-sponsored international collaborative study, called NeutNet. The group aimed at the standardization of HIV-1 neutralization assays to be used in vaccine research and clinical vaccine trials, by testing different monoclonal antibodies (mAbs) and soluble (s)CD4 against 11 HIV-1 isolates and their clonal derivatives in 10 different neutralization assays. The NeutNet Phase I study showed that: 1) in general, PSV assays were more sensitive than VIA; 2) variation was dependent on both the reagent (in this case mAbs and sCD4) and the virus used; 3) the apparent larger variation in the PBMC assays was probably due to different operating procedures in the participating laboratories. It was concluded that no single assay was capable of detecting the entire spectrum of antibody neutralizing activities. Since it is not known which in vitro assay correlates with in vivo protection, the use of a range of assays was recommended [17] .
In 2008, NeutNet continued its activity within the EURO-PRISE network of Excellence by comparing neutralization assays with polyclonal reagents, carefully selected for the purpose and centrally distributed to all partners. The polyclonal reagents were tested against eight viruses, selected from the previous Phase I virus panel, in the different neutralization assays. The results of the network study, now comprised of nine different assays are presented herein.
Methods

Neutralization Assays
The methodologies used in this study were previously published [17] and are available on the EUROPRISE website (www. europrise.org). Briefly, two kinds of assays were performed: (1) Virus Infectivity Assays (VIA) using replicating viruses and Env (gp160)-pseudotyped virus (PSV) assays (Figure 1 ). In the first type of assay, partners 3B, 5A, 6B, 7, 8, 14 and 15 used peripheral blood mononuclear cells (PBMC) as target cells, while lab 9 and 3A used established cell lines [18, 19, 20, 21, 22] . PBMCs were isolated from buffy coats from HIV-negative blood donors as previously described, detailed protocols are available on the EUROPRISE website (www.europrise.org). Partner 9 performed a plaque reduction assay using GHOST(3) cells and partner 3A used a fusion assay with HeLa cells [17, 23, 24, 25, 26] . Both cell lines were engineered to express CD4 and coreceptors for HIV. In all labs using VIA, except lab 3A, 8 and 9, assays were characterized by multiple rounds of infection. The PSV assays performed by partners 2, 4A, 4B, 6A, 10 and 13 were single cycle assays [27, 28, 29] . The PSV assay performed by partner 12, was a multiple cycle infection assay [30, 31] . Two readouts were used for the plaque reduction assay on GHOST(3) cells, both exploiting activation of the gene encoding the green fluorescence protein (GFP) upon HIV infection. Plaques were either manually counted by microscopic reading, as previously described, or by a newly developed automated microscopy reading platform followed by image analysis using the CellProfiler software version r10997 [32] (www.cellprofiler.org). The pipeline used will be described in detail separately (Sheik-Khalil, manuscript in preparation).
Inhibitory Reagents
All reagents were distributed by the Centre for AIDS Reagents (CFAR) NIBSC, UK. TriMab, an equal mixture of three mAbs IgG1b12, 2G12 and 2F5 was prepared by CFAR and was used as positive control in each experiment and for comparison with Phase I results. In order to have reagents with both high and low neutralizing titres in both types of assays, 19 HIV-1-positive plasma obtained from Zeptometrix Corporation (USA) were prescreened in the recombinant virus assay against a total of 14 viruses, of which 9 were available both as culture supernatants (CC) as well as DNA. Three of the plasma with the highest neutralization scores, defined as the proportion of tested viruses neutralized, were selected for inclusion in the final Phase II panel. Similarly, an additional five plasma samples were selected out of 57 HIV-1-positive samples of which 40 samples were previously collected in Uganda and 17 were provided by the Blood Transfusion Service (BTS), UK. The selected five samples neutralized the highest number of viruses (23, 23, 20, 19 and 27 of the possible 27 positive reactions). Full details of this selection are available as supplemental information (Table S1 ). An HIV negative plasma (source: BTS, UK) was also included in the final panel as negative control. The final selection of reagents is shown in Table 1 . All reagents were deposited with CFAR at NIBSC for central storage and further use.
Two series of neutralization assays were run. In the first assay series TriMab was used at an initial concentration of 25 mg/ml followed by five 4-fold dilutions. For all plasma, including the HIV-negative plasma, a starting dilution of 1/20 followed by four 4-fold dilutions was used. In the second series of assays, the highest starting concentration/dilution of the inhibitor used was around the end-point obtained in the first series followed by four 2-fold dilutions, allowing a more precise calculation of inhibitory concentrations.
The 50% inhibitory concentrations (IC50) were expressed in mg/ml for TriMab or as the reciprocal serum dilution resulting in 50% reduction of virus growth. Final concentrations of the inhibitor were calculated from virus-inhibitory reagent mixtures, before addition of cells.
Viruses
Eight HIV-1 isolates (Figure 2 ) selected from the panel of 12 used in the NeutNet phase I study [17] and/or their clonal derivatives were used. The viruses chosen represented different HIV-1 subtypes, varying neutralization sensitivity and coreceptor usage. All viruses were prepared and supplied to each participant by CFAR at NIBSC thereby ensuring that all the laboratories had a common starting material. Each participating laboratory subsequently expanded virus stocks and plasmids needed and performed titrations before use. In contrast to the NeutNet phase I study, all laboratories using a PSV assay received HEK293T cells provided by Lynn Morris through CFAR (originating from David Montefiori's lab) to prepare the pseudovirus stocks, thereby excluding potential differences due to the source of cells used for production.
Statistical Analysis
Analysis was based on the raw assay data returned by participating laboratories. Each laboratory was requested to perform the assays twice according to their standard protocol, with all dilutions tested at least in duplicates. The 50%, 75% and 90% inhibitory concentrations (IC50, IC75 and IC90) were calculated with a linear interpolation method, using the mean of duplicate responses, as previously published [17] . Briefly, the assay readout equivalent to the IC50 was calculated as half the assay readout with no antibody present (similarly for IC75 and IC90). The dilution interval containing the IC50 was identified, with assay readout for adjacent dilutions being above and below the 50% readout. The assay readouts for the dilutions above and below the IC50 were joined with a straight line, and plotted against the log concentration of antibody. Where the IC value was outside the range of concentrations tested, it was recorded as either greater than the highest concentration used, or less than the lowest concentration, as appropriate. Where the assay data were variable, and the observed dose-response crossed the relevant percentage inhibition level (e.g. 50% inhibition for IC50) more than once, no IC value was calculated. Absence of a calculated IC value may therefore be due to a laboratory not testing a particular combination of virus and antibody, or to the resulting assay data being too variable to allow a calculation. The variable data quality precluded the use of more sophisticated curve-fitting models for calculation of IC values.
The geometric mean IC50s of laboratories performing PSV or PBMC assays were calculated for each virus. Differences in sensitivity between the PSV or PBMC assay were assessed by calculating the fold-difference in geometric mean IC50 for each virus, and performing a Wilcoxon 1-sample test, comparing the median fold-difference to 1.0 (representing equivalent sensitivity). This was done for TriMab, and for the IC50s averaged across the positive plasmas ARP515-ARP522.
Results
Comparison of NeutNet Phase I and II TriMab Neutralization
Since the aim of this study was to compare the performance of a wide variety of HIV-1 neutralization assays as performed in different laboratories and since TriMab was included in both Phase I and II, it allowed comparison of IC50s both within the same laboratory and between laboratories. Results from nine laboratories, participating in both Phase I and Phase II studies showed that results were generally in agreement with six of the eight viruses tested ( Figure 2 ). In phase II, two viruses (92RW009 and CM244) showed a mean variation .3-fold, for all other viruses this was less than 3-fold. In addition, the mean IC50s obtained in the PSV assays were lower, meaning more sensitive, than in PBMC (p = 0.014) ( Table 2 , Figure 3b ).
Neutralization with Polyclonal Reagents
Plasma from an individual who tested negative for HIV (ARP523) was included in all experiments. Results from six laboratories showed occasional low-level neutralization (detected at IC50 but not at IC75) with the HIV-negative plasma, while five laboratories tested negative with all viruses. The rare positive reactions were randomly distributed among viruses and included both types of assays ( Figure S1 ).
The intra-laboratory consistency for repeat tests was assessed by comparing the calculated IC values (expressed as a fold-difference (maximum/minimum)) for the HIV-1 positive samples. Analysis was restricted to tests where it had been possible to calculate an IC value from the data for both tests, and the calculated IC values were within the dilution range used. There was reasonable intralaboratory consistency with a mean difference between tests of less than 2-fold (Table S2a) for each IC value, and no significant differences between IC50, IC75 or IC90. The IC50 was selected for all subsequent analysis.
The calculations were repeated for laboratories using PSV and VIA (using PBMC) separately (Table S2b ). The fold-differences between repeat tests for the PSV assays were lower than for the PBMC assays (around 1.7-fold and 2.0-fold respectively), indicating modestly better intra-laboratory consistency for the PSV assays.
Comparison of Plasma Neutralizing Activities in PSV and PBMC Assays
The relative neutralization performance of the different assays across viruses at the IC50 levels, are shown in Table 2 . For completeness the information at the IC75 and IC90 levels is shown in Table S3 . Comparison of PSV (blue line) and PBMC (red line) is highlighted in circular ''radar'' plots ( Figure 3A) . The scale is set such that the centre represents no neutralization and the concentric grid-lines are 2-fold dilution steps moving out to highest neutralization at the edge. Equal IC's against each virus would result in a circular pattern. However, the curves assume different shapes and the IC50 concentrations obtained in PBMC do not always show the same pattern as seen with PSV assays ( Figure 3A) . Strikingly, the relative pattern of neutralization obtained in PSV and PBMC assays with different viruses varies for different plasmas. For example, 92UG024 and SF162 were more sensitive to neutralization by ARP522 in the PSV than VI assays. Conversely, 92RW009, SF162, MN(P) and QH0692 were better neutralized by ARP520 in the PBMC than the PSV assay. Taken together, there are substantial differences in neutralization of individual viruses by different plasma. Using TriMab higher sensitivity was observed in the PSV assays for all viruses except CM244 and 92RW009 where comparable IC50 were obtained for both PSV and PBMC assays. This allows ranking of viruses for relative sensitivity to neutralization by TriMab ( Figure 3B ) and plasma (means over ARP515-522) ( Figure 3C ). While SF162 was the most sensitive virus in both types of assays with both monoclonal and polyclonal reagents, MN(P) is on the top with TriMab in the PSV assay only. The primary virus 92UG024 had a similarly high sensitivity in both assays when neutralized by TriMab, but was sensitive to polyclonal antibodies in the PSV assay only. Comparison of IC50 values with TriMab between the two types of assay showed that the PSV assay was generally more sensitive than PBMC assay ( Figure 3B ). The differences in sensitivity were calculated (ratio of IC50 values for PSV and PBMC) for each virus, and there was a median 3.4-fold increase in sensitivity for PSV across viruses. This is significantly different from a median of 1.0 which would represent equivalent sensitivity for the assay methods (p = 0.014, Wilcoxon 1-sample test). However, with the polyclonal reagents the difference in sensitivity between PSV and PBMC was less pronounced with the exception of 92UG024. The median fold-increase was 1.1, which was not significantly different from 1.0. It has to be noted that this overall pattern is based on means across laboratories and plasma and it may therefore mask differences in individual lab results, or for different plasma. 
Comparison of Virus Sensitivities to Neutralization in the PSV and PBMC Assays
Differences in sensitivities of viruses to neutralization by the different plasmas was further analysed by using a separate radar plot for each virus with plasma around the circle. Again, the scales were adjusted such that no neutralization (IC50,20) is at the centre, and the outer ring is strong neutralization (IC50.1280). The concentric grid-lines are 2-fold dilution steps. Accordingly 92UG024 and SF162 have the highest IC50s (Figure 4) , meaning high sensitivity to neutralization but only in the PSV assay. For 92UG024 it is notable that the PSV assays (blue line) were universally more sensitive than PBMC assays, but that was not the case for the other viruses. SF162 showed that PSV assays were a lot more sensitive for neutralization by ARP515, 516, 517 and 522, but not for 518, 519, 520 or 521. For 92RW009, ARP520 stands out as having more potent neutralizing activity in PBMC than PSV assays. This is all based on means across laboratories, so may still be masking individual differences in sensitivity between laboratories performing the same type of assay. In particular, we looked carefully at the outstanding sensitivity of 92UG024. The IC50's from lab 12 differed from those of the 3 other laboratories (6A, 10 and 13) performing PSV assays. Looking at the geometric mean across all eight plasma, the mean IC50 from laboratories 6A, 10 and 13 was 1284, compared to 45 from laboratory 12. This compares to a mean IC50 of 36 from the laboratories performing PBMC assays. The difference in IC50 between laboratory 12 (45) and the other PSV laboratories (1284) was highly significant (p,0.001, paired t-test) while the difference between lab 12 and the laboratories performing PBMC assays (36) was not (p = 0.29) (Figure S3) . A possible explanation might be that lab 12 used a pool of amplified clones starting from viral supernatant, whereas a single clone was used by the three other laboratories. A pool of amplified clones might better represent the quasi-species present in a virus as compared to one single clone. Partial sequence analysis was done on both the virus culture supernatant and the plasmid used for the pseudovirus production. Overall 99% homology (amino acid level) was found for near the complete env gene (2190bp). Amino acid differences were found in the C2 (at position 204 A or E) and in gp41 (at position 845 T or A) respectively. Another 3 double amino acid populations were found in gp41 at positions 595, 732 and 734 (numbering according to HxB2) in the culture supernatant ( Figure S2 ). We cannot exclude that the differences found between the culture supernatant and the PSV plasmid are responsible for the dramatic differences seen in neutralization sensitivity. This would require further analysis by use of site directed mutants, however this was outside the scope of our study. Another, maybe more important difference is that the PSV assay used by lab 12 is a multiple cycle assay as compared to a single cycle assay used by the 3 other laboratories performing the PSV assay. This further emphasizes the influence of the assay on the outcome of results.
Evaluation of Neutralization by Plaque Reduction: Comparison of Manual Reading and Automated Image Analysis
For these experiments, lab 9 used GHOST(3) cells and exploited activation of the green fluorescent protein (GFP) in HIV-infected cells [25, 33] . Cells showing green fluorescence were enumerated either visually or by use of an automated platform attached to an AxioVision Z1 microscope. Out of a total of 76 neutralization reactions 46 (61%) showed similar potency of neutralization between the two types of readouts (Table 2 ). In the remaining 30 reactions the potency of neutralization was different, such that automated reading gave stronger neutralization in 20 cases (67%). Comparison to the PBMC assays showed that in three virus-plasma combinations the plaque reduction (PR) assay yielded higher IC50 than the maximum IC50 obtained in the PBMC assay and in three other combinations IC50s were below that of the minimum value obtained in the PBMC assay. In all other cases the results of PR assay were within the range of min/max values of inter-lab variation for PMBC assays ( Figure 5 ). Performance in the PR assay appeared to be random since no selectivity for a particular reagent or virus was observed. The results show that the previously standardized and validated PR assay can be subjected to automated reading allowing high-throughput application and further improvement of assay sensitivity. The PR assay has been repeatedly shown to be highly reproducible, sensitive and cheap [23, 24, 34, 35, 36] . It is now available with high throughput readout and could be considered as an alternative to the PBMC assay.
Discussion
The primary aim of this study was to compare methods for the measurement of HIV-1 neutralizing antibodies in order to make recommendation for general use of one or two assays in research as well as in clinical trials of candidate HIV-1 vaccines. The results show that assay outcome is dependent on both the virus and the inhibitory reagent used, as well as the type of assay. This is in line with the observation made in the NeutNet Phase I study where monoclonal antibodies and soluble CD4 were used (www. europrise.org) [17] . The present study has extended this observation by including polyclonal reagents (plasma from HIV-1 infected individuals).
A comparison of the intra-laboratory consistency obtained when using either the IC50, IC75 or IC90 did not indicate that one had a significant advantage over the others, with all three giving mean differences between repeat tests of less than 2-fold. The IC50 was used in all subsequent analyses. In most of the assays 90% or even 75% of neutralization could not be achieved at the lowest plasma dilution (1:20) tested, and use of the IC50 levels ensured a larger dataset for the study analysis. These results also suggest that VI assays may be evaluated with the less stringent IC50 rather than the usual IC90.
Comparison of the two types of assays, the PSV assay and PBMC, with TriMab, a mixture of three monoclonal antibodies, indicated that the PSV assay detects HIV-1 neutralization with higher sensitivity than PBMC (p = 0.014). This relationship was confirmed over time and was similar in both Phase I and II studies. However, a clear difference in sensitivities of the two types of assays could not be established with polyclonal reagents. When neutralizing activity was examined across viruses or across plasma the two assay types showed comparable sensitivities for most but not all combinations. PSV appeared to be more sensitive in some but not all virus-plasma combinations and sensitivity was dependent on both the virus and the plasma. We cannot exclude that the apparent higher sensitivity of the PSV assay with some virus-plasma combinations as compared to VIA could be due to the pre-selection of the polyclonal reagents done with PSV assays. Also, polyclonal samples containing different Ig subtypes with various functional activity, together with PBMC, a mix of varieties of cell types responsible for different inhibitory functions, may exert a differential effect on replication of the different viruses. Specificities of the plasma used in our study were not tested and reactivity might be against multiple epitopes present. Furthermore, it is clear that for cases where specificity testing was attempted, it was concluded that reactivity against multiple epitopes was present, some of which are well known, while others are not typed yet [37, 38, 39] .
Results were markedly different with the 92UG024 virus, being extremely sensitive (Tier 1) in the PSV assay but showing a more resistant profile in VIA. However assay results of the four laboratories performing the PSV assay were very disparate. Interestingly the nature of the virus, single-versus multiple-round infection might have had a dramatic impact for this particular virus-plasma combination. However, such dramatic differences were not seen with the other inhibitory reagents used. We can also not exclude that the amino acid differences (n = 5) seen between the culture supernatant and the PSV plasmid might have been responsible for the observed differences.
Due to the set-up of our NeutNet study each lab was obliged to use their own protocol both for virus production and neutralization assay. This is different to the comparative study by Todd et al. [16] in which the goal was to compare neutralization results obtained by several laboratories all using the same assay (PSVTZMbl). From that study the authors concluded that pseudovirus stocks generated in individual laboratories were a major source for assay variability. Inter-laboratory results were more homogenous when the same titrated PSV stocks were distributed among participants. In our study, HEK293T cells were from a common source, whereas production and titration of PSV stocks were done in individual laboratories. This is likely to have contributed to assay variability, which however was anyhow limited. In addition, our study aimed at comparing different protocols rather than use of one standard protocol. Within the group of VIAs, the conventional PBMC assay was compared to the PR assay using the GHOST(3) cell line. The previously standardized and validated PR assay has been subjected to automated reading allowing high-throughput application and further improvement of assay sensitivity. In particular, the highthroughput readout gives results that are within the range of variation of PBMC assays. Since the PBMC assay is cumbersome and difficult to standardize, the use of the reliable, simple and cheap PR assay is encouraged.
However, the recommendation of one assay for general use is complicated by the fact that we still lack knowledge about which in vitro assay best correlates with in vivo protection. The variation of assay sensitivity with the virus and the inhibitory reagent justifies the use of both types of assays, PSV and VIA. Although initially our goal was to choose ''the best'' assay for use in vaccine research and clinical vaccine trials, the most important lesson learned is that no assay alone detects neutralization over the entire spectrum of virus-reagent combinations [17, 40] . In addition to neutralization, additional inhibitory activity of antibodies, identified as antibody-dependent cellular virus inhibition (ADCVI) or antibody-dependent cellular cytotoxicity (ADCC), may contribute to HIV protection [41] . For ADCC and ADCVI different protocols exist [42, 43] , and possibly a similar exercise as the one performed within NeutNet should be considered for other functional assays.
Future work should aim at clarifying the biological significance of both neutralizing and non-neutralizing antibodies detected in the different assays. If a correlation between in vitro antibody mediated viral inhibition and in vivo protection can be established, it will also be possible to choose the most appropriate assay to measure such antibodies in future vaccine trials.
In summary, clear differences in assay sensitivities, dependent on both the neutralizing reagent and the virus, were once again demonstrated. As previously, the use of both PSV and VI neutralization assays are recommended for vaccine evaluation. Pink, indicates IC50 in the PSV recombinant virus assay (CC), except for *(DNA used; CC not tested); blue, titer given in percentage using a 1: 30 plasma dilution (S1A) or in IC90 (S1C) in the PBMC assay (mean of 2 tests). Minimum assay cut off or negative values in white. Selected plasma samples are in bold (in Table S1B and S1C). Results are displayed for viruses tested simultaneously in two or three assays. Another 13 and 10 viruses were tested in the PSVTZMbl and PSV recombinant assay, respectively (S1B and S1C). (XLSX) Table S2 Intra-laboratory consistency of inhibitory concentrations (IC). Foot note: (S2a); Analysis was restricted to tests where it had been possible to calculate an IC value from the data for both tests, and the calculated IC values were within the dilution range used . Values were calculated in two ways (1) individually for each IC value across repeat tests that satisfied the predefined criteria and (2) restricted to tests where all three IC values could be calculated. (S2b); Based on data from laboratories 2, 4B, 6A, 10, 12 and 13 (PSV) and laboratories 3B, 6B, 7, 8, 14 and 15 (PBMC). A two-sample t-test was used on the pooled set of fold differences to compare the PSV and PBMC consistency. (XLSX) Table S3 Inter-laboratory comparisons. Foot note: For each laboratory, a geometric mean IC value for the repeat tests was calculated. For each virus and inhibitory combination, an overall geometric mean of the individual laboratory means was calculated, along with the minimum, maximum, and range between laboratories. Values of the ICs are expressed as mg/ml for TriMab and as reciprocal dilutions for plasma. To allow calculations of the geometric means, any IC value that was greater than the highest dilution used were taken as equal to the next two-fold dilution step, so results recorded as .1280 were taken as equal to 2560. Similarly, IC values that were below the lowest dilution were taken as the next two-fold dilution step (e.g. ,20 was converted to 10). To calculate fold-ranges for inter-laboratory comparisons, a conservative estimate was calculated by taking, for example ,20 = 20, to give a minimum fold-range. N lab, number of laboratories involved. (XLSX)
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